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Introduction
!

Colonoscopy with adenomatous polyp removal
has become the standard of care worldwide for
the prevention of colon cancer in humans and
has been shown to be effective [1]. In addition, in-
terventional endoscopy with tissue removal is
also used in other populations with premalignant
conditions such as Barrett’s esophagus and gastric
or duodenal adenomas to avoid further growth
and subsequent development of cancer at various
sites in the gastrointestinal tract. While various
techniques and accessories already exist for the
removal of polyps and mucosal lesions, there is a
clear need for novel devices that allow for rapid,
precise, and safe mucosal resections, particularly
in laterally spreading flat adenomas and areas
without gross mucosal lesions such as non-dys-
plastic or dysplastic Barrett’s esophagus.
The EndoRotor® device (Interscope Medical, Inc.,
Worcester, Massachusetts, United States) is a no-

vel automated mechanical endoscopic resection
system for use in the gastrointestinal tract for re-
moval of benign neoplastic or pre-neoplastic tis-
sue. The EndoRotor® has a fixed outer cannula
with a hollow inner cannula that rotates at either
1000 or 1700 revolutions per minute (rpm). Both
the outer and inner cannulas have an opening
(the orifice) that allows the suction within the in-
ner cannula to pull tissue into the device where
the rotating inner cannula cuts it. The suction
that is constantly being applied transports the tis-
sue to the tissue collection trap for pathologic
evaluation later. The device is depicted in●" Fig.1.
There are several benefits from using an automa-
ted mechanical resection device such as the En-
doRotor®. Because no heat or ablation of the spe-
cimen is necessary, there is no cauterization arti-
fact in the specimen. The entire thickness of mu-
cosa can be removed because of the differential
viscoelastic properties of the mucosal layer ver-
sus the muscularis layer. When the suction pulls
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Background and study aims: The EndoRotor® is a
novel, non-thermal, automated mechanical endo-
scopic resection system designed to remove be-
nign mucosal neoplastic tissue throughout the
gastrointestinal tract. It uses suction pressure to
pull in mucosa and rapidly and precisely cut it
while automatically transporting the samples to
a collection trap for later histologic evaluation.
Patients and methods: To study the technical
properties and therapeutic potential of this new
tool, we performedmultiple upper and lower gas-
trointestinal endoscopic mucosal resections in
three healthy live pigs. Animals were anesthe-
tized and kept artificially ventilated while two
physicians performed multiple qualitative muco-
sal resections on various sites of the pigs’ esopha-
gus, stomach, duodenum, and colon.
Results: Rapid resection of flat and slightly elevat-
edmucosa up to several centimeters in size/diam-
eter was performed. No major bleeding occurred

during and after resections. When used properly,
no gastrointestinal wall perforations occurred
during superficial resections. Perforations in the
colon were only observed when the device was
deliberately pushed against deeper sub-mucosal
layers or when exceptional force was applied to
penetrate the gastrointestinal wall. Histologic
specimens showed complete mucosal removal at
resection sites. The flexible catheter could be
moved and directed towards most of the areas of
interest in the gastrointestinal tract.
Conclusion: The EndoRotor rapidly and easily re-
sects flat and slightly elevated gastrointestinal
mucosa with a short learning curve. Future stud-
ies in humans should be performed to prove its
ability for large-areamucosal resections in benign
conditions such as laterally spreading adenomas
in the colon, or Barrett’s mucosa in the distal
esophagus.
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on tissue, it pulls in the mucosa much more easily than muscle,
making mucosal resection with preservation of the muscle layer
possible. It allows the user to precisely define the area to be re-
moved and allows for very rapid resection because it resects 2–
4mm of tissue per secondwith each rotation of the inner cannula
(1000–1700rpm).

Methods
!

The aim of the study was to determine the technical feasibility of
multiple mucosal gastrointestinal resections by using the novel
EndoRotor® device in healthy live anesthetized pigs. The domes-
tic pig was chosen since it features organ dimensions comparable
to human anatomy. Multiple clinical performance parameters of
the EndoRotor® device were recorded, namely the rotation speed
setting (low or high), the size of resection area, and speed of re-
section, when used to remove mucosa at various sites during up-
per endoscopic resections in the esophagus, stomach, and proxi-
mal duodenum, as well as lower endoscopic resections in the co-
lon.

Animal preparation and care
In vivo experiments were conducted using porcine specimens
under general endotracheal anesthesia. All animals were eutha-
nized to receive necropsy and post-resection histologic review.
All interventions were done according to recommended guide-
lines with regard to animal care [2]. Before the study, animal ex-
periments had been approved by the Lower Saxony State Office
for Consumer Protection and Food Safety, Oldenburg, Germany
(Animal experiments approval number: 33.14-42502-04-14/
1672). All experiments were carried out at animal facilities of
the Friedrich-Loeffler-Institute at Mariensee, Germany.
A total of five, 4-month-old female German Landrace pigs with a
median live weight of 50kg were included in the study. The pigs
were fed only whole milk (5L/animal and day) andwater (ad libi-
tum) for 5 days and then fasted overnight before intervention.
Animals received Ketamine 10% (20.0mg/kg body weight), Stres-
nil 40mg (2.0mg/kg body weight), Xylariem 2% (2.0mg/kg body
weight) and Atropine sulfate 1% (0.10mg/kg body weight) i.m. as
a premedicationmix. After that, the animals were endotracheally
intubated with the use of Lidocaine spray. Intubation anesthesia
was maintained with Isoflurane (2.0–3.0%) and oxygen (2.0L/
min). During general anesthesia, the animals received intrave-
nous fluid (Ringer’s acetate). In addition, all animals received suf-

ficient analgesia with Novacen 500mg (30mg/kg body weight)
before the interventions started. Preoperative work-up and bow-
el preparation were carried out as per standard endoscopic colo-
rectal surgery with a preoperative bowel enema. During endos-
copy, the animals were placed in a supine position. After the
endoscopic procedures had been completed, the animals were
euthanized under anesthesia with 10.0mL of T 61.

Endoscopic procedures
Mucosal resections were performed in the esophagus, stomach,
duodenum, and colon using standard video endoscopes (Karl
Storz GmbH & Co. KG, Tuttlingen, Germany) and the through-
the-scope EndoRotor® Mucosal Resection System. The dual-can-
nula system is designed to pass through an endoscope working
channel at least 3.2mm in diameter. The inner concentric cutter
rotates and under vacuum power performs a resection of tissue
at either 1000 or 1700rpm.
Under direct visualization, endoscopists inserted a dedicated vid-
eo endoscope into the animal’s rectum and advanced it into the
colon for treatments, and/or into the mouth and advanced it
into the esophagus, stomach, and duodenum for further treat-
ments. In each case, the test device was used to perform a series
of tissue resections.
Because the pigs’ gastrointestinal tracts did not contain patholo-
gy, the targets of resection were delineated through the use of a
submucosal injection with indigo carmine. This caused the area
to turn blue and balloon out slightly and allowed the endoscopist
to see the target resection area. Unfortunately, the tumescence
did not last long, and the fluid escaped away causing the mucosa
to lie flat again. Sometimes the endoscopists chose to re-inject
the area, but in other cases, they felt that the blue staining was
sufficient to know how much more to resect.
Resections were performed using various techniques, but always
adhering to the simple rule that once suction is activated, the de-
vice must be kept moving and must never stay in one location for
more than 1–2 seconds to avoid deep resections. During our ini-
tial experiments, we did not systematically analyze any possible
outcome differences that may occur between lower or higher ro-
tation speed of the experimental device. The EndoRotor® does
not cut tissue when the motor is turned on until the suction ped-
al is depressed. As a safety measure, the suction is active only as
long as the orange foot-pedal is depressed. The endoscopists
were able to resect individual spots (approximately 1–2mm2),
straight lines of mucosa ranging from 5mm to 15mm, and were
able to combine these together to remove even larger patches of
mucosa. Another technique was to use the EndoRotor® analogous
to a dissecting knife to delineate the area of resection with the
EndoRotor® and then remove the mucosa within this perimeter
by sweeping from left-to-right and from distal-to-proximal.
Care was always taken to not attempt resection in areas that had
been denuded of mucosa to prevent perforations.
Physicians were able to determine optimal resection techniques
using the system, which varied by tissue morphology and type
under the technical guidance of the developers (JR, RF).
Histopathology was performed by an experienced pathologist
(AW). Autopsies were performed and the gastrointestinal tract
resected. Organs where the mucosa was resected were removed
and macroscopically evaluated. Resected areas were formalin-
fixed for 24 hours. Paraffin embedded tissue was cut routinely
and H&E stained.

Fig.1 EndoRotor® catheter (close up) deployed in 3.2-mm colonoscope
working channel with electric console unit in background
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Additional information
Animal experiment funding was provided by Interscope Medical,
Inc. This covered the use of animal facilities, technical supplies,
workload of local veterinarians, and equipment purchase or ren-
tals. Participating physicians did not receive any financial com-
pensation, travel compensation, meals, funding, or any other ad-
ditional provisions.

Results
!

We performed multiple endoscopic resections in anesthetized
animals. For most resections of mucosal tissue, we injected 1.5–
8 cc of normal saline 0.9% mixed with droplets of indigo carmine
solution and epinephrine (1:100000) to elevate/lift up some
mucosa in the exposed gastrointestinal tract ranging from 1.0 to
5.0cm in size (approximately ranging from 15 to 70mm2). In the
majority of resections, we were able to resect all of the mucosa
that covered the lifted/designated resection area.●" Fig.2 depicts
an animal case in which we left some small strips of mucosa to
illustrate differences between resected and unresected areas. In
the distal esophagus, resections could be performed circumfer-
entially. In the stomach, an angle of inclination of 30–40°
achieves optimal resections whereas 90° can present greater
challenges to the operator and the system. Stomach antrum and
body resections can follow a straight line, that can be expanded.
However, due to some limitations, not every region in the stom-
ach was readily accessible for the catheter, at least not when the
device had to be held out in a straight line. In the duodenum and
colon, resections could be performed when the instrument was

held forward in a straight line and orientated towards the 6
o’clock or 12 o’clock positions of the intestinal lumen. The results
of these qualitative resection experiments are summarized in
●" Table1.
Histopathology analysis demonstrated that the mucosal layer
covering the dedicated resection site in all intestinal organs ex-
amined was almost entirely removed by repeated resections
using the EndoRotor device (●" Fig.3). In most specimens, repeat-
ed resections removed the entire mucosal layer and most of the
underlying submucosal tissue, as depicted in the figures. In one
case (esophagus) without prior injection, the resection was tech-
nically difficult and only small tissue fragments could be sampled
that did not allow full removal of the target lesion area. Hence, we
found that injection with building of small mucosal “blebs” was
helpful for this technique at most resection sites.
Regarding the safety of the new device, no interventions were re-
quired in the esophagus, the stomach, or the duodenum. There
were no serious complications or adverse effects during resec-
tions in these organs. Minimal bleeding occurred at resection
sites but ceased after 1.5–3 minutes of observation. The highest
amount of blood loss did not exceed more than 10–15cc of
blood. No additional endoscopic interventions for bleeding were
required.
No perforations occurred during “normal” resections. Two per-
forations were deliberately created during extended safety ex-
periments; they were both clipped closed immediately. One per-
foration occurred in an area denuded of mucosawhen an attempt
to remove the deeper submucosal layers was attempted. The sec-
ond perforation was performed deliberately since we wanted to
find out how much pressure and cutting was required until the
proper muscle layer was breached.

Fig.2 Colonic resection demonstrating ability to remove large mucosal
area while maintaining muscularis and serosa (some short strips of mucosa
are still visible on the resection site to demonstrate the difference between
fully and partially resected mucosal areas)

Table 1 Overview of all EndoRo-
tor resections in the gastrointesti-
nal tract.

Esophagus Stomach Duodenum Colon

Resections per organ 4 9 2 10

Submucosal injections 3 8 2 9

Areal range of resections, mm2 10–30 15–50 10–25 15–30

Adverse events 0 0 0 2*

* Two perforations occurred– for details, see text. These serious adverse events only occurred during experiments that were performed
deliberately to test the limits of the gastrointestinal wall when excessive force was applied.

Fig.3 Histopathologic view of duodenal resection demonstrating intact
muscularis and serosa post resection
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With respect to speed of resection, the EndoRotor® was signifi-
cantly faster than current standard techniques, requiring only
from several seconds up to 5 minutes to resect the mucosal areas
of interest ranging from 5mm to 70mm×70mm, respectively.
Because pathologic samples were simultaneously collected dur-
ing EndoRotor® operation and automatically transported back to
the collection trap, eliminating the need to re-insert instruments
to collect samples, this reduced resection time.
We found the submucosal injections were beneficial in all intes-
tinal resection sites to allow us to better define the submucosal
space, lift the mucosa, and avoid injury to the deeper muscle lay-
ers. While this was helpful, it was not always necessary and the
need to inject or not should be further evaluated in humans.
Creating a circumferential incision followed by resecting the tis-
sue within its borders allowed the physicians to complete the re-
section quickly, safely, and effectively. Scope optics was critical to
assess resection with each pass and ensure safety.

Discussion
!

Removal of benign neoplastic and pre-neoplastic mucosal tissue
in the upper and lower gastrointestinal tract has emerged as one
of the most frequent interventional procedures in clinical gastro-
enterology and gastrointestinal endoscopy for prevention of can-
cer [1, 3]. Lesions include flat and laterally spreading colonic, gas-
tric, and duodenal neoplastic polyps. Several previously evaluat-
ed techniques exist for treatment of these conditions including
snare polypectomy, endoscopic mucosal resection (EMR), and
endoscopic submucosal dissection (ESD). For pre-neoplastic le-
sions such as Barrett’s mucosa, other techniques have been adop-
ted such as radiofrequency ablation (RFA), cryoablation, and hy-
brid argon plasma coagulation (hybrid APC). However, it has been
shown recently that EMR is frequently associated with local re-
currence of adenomatous polyps of the colon [3], while ESD, as a
complex technique, is highly time-consuming, and has quite a
cumbersome learning curve. RFA is technically easy to use but ex-
pensive and not widely available. Most of these older techniques
use thermal energy that is derived from high-frequency electric
current, thus harboring a small but significant risk of thermal in-
jury to deeper gastrointestinal wall layers such as the muscularis.
Such injuries may result in immediate or delayed gastrointestinal
wall perforations or stenosis, as reported in several previous clin-
ical endoscopy studies. To avoid such small, albeit relevant risks,
the EndoRotor® mechanically resects mucosa without the need
for heating the tissue. It was demonstrated that lack of involve-
ment of resections with the muscularis resulted in minimal
bleeding demonstrating a potential further benefit.
Since time is of the essence in clinical endoscopy, there is a clear
need to shorten the length of interventions, in particular, during
endoscopic resections of flat lesions arising in the colon, the duo-
denum, and the stomach. Ideally, the resection technique would
“normalize” the time it takes to remove lesions of similar size,
and close the time gap betweenwhat it takes experts and novices
to complete the resection. There is a need for novel devices that
allow for rapid, precise, and safe mucosal resections, particularly
in laterally spreading flat adenomas in the colon and areas with-
out gross mucosal lesions such as non-dysplastic or dysplastic
Barrett’s esophagus.
In the present study, we tested the novel rotating and cutting En-
doRotor® device under experimental conditions in healthy live
pigs. To our knowledge, this is the first series published in the

medical literature. Our preliminary qualitative results in healthy
animals demonstrate the feasibility, safety, and capability of the
novel instrument to quickly remove superficial mucosa while
the resected specimens are simultaneously delivered and stored
within a dedicated specimen container for subsequent histopa-
thologic analysis. From our present study, we can summarize
some important technical aspects.
1. Submucosal injection with dye assists in resection of mucosa.

In one esophageal resection without prior injection, the resec-
tion was technically difficult and only small tissue fragments
were sampled that did not allow for full removal of the target
lesion area. Injection with creation of small mucosal “blebs”
appears to be helpful for mucosal resection in the esophagus.
For future studies, we recommend prior injection with epine-
phrine to reduce blood flow at the resection site.

2. Circumferential incisions allow complete removal of the target
area. Using the EndoRotor® to create peripheral incisions
where no natural markers are present helps to improve the
approach to the target area. It makes the resection easier and
potentially safer by freeing up the attachments of the “mucosal
island” from the peripheral mucosa.

3. The speed settings can be altered and offer different results.
Using a low rotor speed without injection can be helpful –
a finding that should be investigated by further studies. Low
speed also offers larger specimens compared to high speed.
We felt that high speed sometimes offered more control in the
ability to resect a specific portion of mucosa. However, during
our initial experiments, we did not systematically analyze any
possible outcome differences that may occur between lower or
higher rotation speeds of the experimental device. This issue
should therefore be systematically assessed during the next set
of studies with the EndoRotor® mucosectomy device in the
near future.

4. The angle of attack is important. An angle of inclination of
30–40° achieves optimal resections, whereas 90° can present
challenges to the operator and the system. Antrum and corpus
resections in the stomach can follow a straight line which can
be expanded.

Conclusion
!

We conclude from this experience in healthy animals that the
EndoRotor® has the potential to facilitate rapid and safe resec-
tions of relatively large mucosal areas in various parts of the gas-
trointestinal tract. We feel these findings should be assessed in
future studies in humans. Systematic studies should be conduct-
ed in the near future using the EndoRotor® device in humans in-
cluding quantitative measurements of resected lesions such as
lesion diameter, volume, and head-to-head comparisons with
competing techniques (i.e., EMR or ESD). The full technical and
clinical potential of the device remains to be evaluated, particu-
larly in laterally spreading flat colon adenomas and other precan-
cerous conditions, as discussed above.
In addition, the device demonstrated some capability to “de-
nude” larger areas of mucosa for possible indications in the fu-
ture such as laterally spreading flat stomach or duodenal adeno-
mas–and (perhaps) for larger circumferential duodenal mucosal
resections including novel interventions such as diabetes ther-
apy.
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